[Evaluation of using the B-mode color system in sonomammography with computer analysis of images compared with conventional gray scale modalities].
The paper describes B-mode color and B-tag modalities with clinical implications in breast examinations. New color techniques show increased sensitivity of the human eye to color pictures compared to gray scale levels. Computer analysis of pictures obtained in color mode and gray scale supports these findings.